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Abstract

In the coming years, it is planned to develop measurement
methods and measurement stand for the calibration of
microplate readers and control standards thereof i.e. to create
mechanisms linking the spectral transmittance with reference to
the primary measurement standard (Cary 5000
spectrophotometer) with a group of modern spectrophotometric
devices - microplate readers.
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